REVIEW OF SCIENTIFIC INSTRUMENTS 85, 105003 (2014)

@ CrossMark
eclinkte

Quasi-static displacement calibration system for a “Violin-Mode”
shadow-sensor intended for Gravitational Wave detector suspensions
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This paper describes the design of, and results from, a calibration system for optical linear displace-
ment (shadow) sensors. The shadow sensors were designed to detect “Violin-Mode” (VM) resonances
in the 0.4 mm diameter silica fibre suspensions of the test masses/mirrors of Advanced Laser Interfer-
ometer Gravitational Wave Observatory gravitational wave interferometers. Each sensor illuminated
the fibre under test, so as to cast its narrow shadow onto a “synthesized split photodiode” detector, the
shadow falling over adjacent edges of the paired photodiodes. The apparatus described here translated
a vertically orientated silica test fibre horizontally through a collimated Near InfraRed illuminating
beam, whilst simultaneously capturing the separate DC “shadow notch” outputs from each of the
paired split photodiode detectors. As the ratio of AC to DC photocurrent sensitivities to displacement
was known, a calibration of the DC response to quasi-static shadow displacement allowed the required
AC sensitivity to vibrational displacement to be found. Special techniques are described for generating
the required constant scan rate for the test fibre using a DC motor-driven stage, for removing “jitter”
at such low translation rates from a linear magnetic encoder, and so for capturing the two shadow-
notch signals at each micrometre of the test fibre’s travel. Calibration, across the four detectors of this
work, gave a vibrational responsivity in voltage terms of (9.45 £ 1.20) MV (rms)/m, yielding a VM
displacement sensitivity of (69 £ 13) pm (rms)//Hz, at 500 Hz, over the required measuring span of
+0.1 mm. © 2014 Author(s). All article content, except where otherwise noted, is licensed under a

Creative Commons Attribution 3.0 Unported License. [http://dx.doi.org/10.1063/1.4895640]

. INTRODUCTION
A. Background

A prototype system of four shadow sensors was designed
to be retro fitted to an Advanced LIGO (Laser Interferom-
eter Gravitational Wave Observatory) test mass/mirror sus-
pension, in which a 40 kg test mass was suspended by four
fused silica fibres. The dimensions of the fibres were ap-
proximately 600 mm long by 0.4 mm in diameter.'™ These
shadow sensors—one per fibre—each comprised an emitter
and a detector, which bracketed the illuminated fibre. The
emitter was in the form of a collimated source of Near In-
fraRed (NIR) illumination, coming from a column of minia-
ture light emitting diodes (LEDs),” such that the source casts
a vertical shadow of its illuminated fibre onto the facing de-
tector. The corresponding detector was a “synthesized split
photodiode,” and this was optimized for its (differential) re-
sponse to lateral shadow displacement.® There is negligi-
ble optical absorption in a fused silica fibre measuring 0.4
mm in diameter, over a wavelength range for the incident
light of 200 nm-2 pm. The shadow cast by such a fibre,
when illuminated from its side, depends instead primarily
on strong refraction, and a very small amount of reflec-
tion, at the fibre’s cylindrical surface. Illuminating beams
in the Near InfraRed (A = 890 nm) were employed in the
work reported here because this wavelength is well-matched
to silicon photodiode-based shadow sensors. The collimated
beams used were of low intensity (2.8 Wm™2), and un-
modulated, in order to avoid potential interference with the

0034-6748/2014/85(10)/105003/8

85, 105003-1

main gravitational wave interferometer (A = 1064 nm). A
schematic cut-away diagram of the shadow sensor is shown
in Figure 1, and a photo of it is presented in Figure 2—
the shadow sensor as a whole being described in detail in
Refs. 8 and 9.

The primary purpose of the full detection system was
to monitor any transverse “Violin-Mode” (VM) resonances
that might be excited on these fibres,'? since the frequencies
of these fundamental modes and their harmonics spanned
the gravitational wave detection bandwidth. However, the
system of shadow sensors was capable also of detecting any
“large amplitude,” very low frequency, transverse pendulum-
mode motion of the test mass and its suspension fibres (at
~0.6 Hz)."%!! Once detected, the oscillatory motion of the
suspension fibres then could be cold damped, actively.®’” VM
resonances in the highly tensioned silica suspension fibres
were found to have fundamental frequencies ~500 Hz, and
for this application the shadow sensors were required to have
a fibre (i.e., a shadow) displacement sensitivity of 100 pm
(rms)/+/Hz at this frequency, over a 0.1 mm range of fibre
position.

B. The displacement calibration procedure

The displacement calibration system for the shadow
sensors, which is described below, was designed and built
in order to help confirm that the displacement sensitivity
of the full detection system met the target value given
above. Naturally, this confirmation fell into two parts: first, a
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FIG. 1. Schematic cut-away view of the shadow sensor (Emitter + Detector), which was mounted rigidly onto an optical plate, as shown in Figures 2 and 4.
The test-fibre sample was moved at a constant rate of traverse so as to cut through the sensor’s NIR beam at right angles to its optic axis (i.e., in this figure either

into, or out of, the page). Please refer to the text.

determination of the raw displacement responsivity, in volts
per metre of fibre displacement; and second, a determination
of the intrinsic noise level at the detection amplifier’s output,
this being in the form of noise power spectral density,
measured in volts?/Hz, or (more usefully) in the form of noise
amplitude spectral density, measured in volts (rms)/,/Hz—at
500 Hz (say). The work reported here addresses the first part,
i.e., the calibration of the displacement responsivity. The
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noise performance of the shadow sensors has been described
elsewhere.®*

In order to measure their displacement responsivi-
ties, each of the four emitter-detector pairs underwent the
following calibration procedure, with the relative emit-
ter/fibre/detector distances mimicking those of a VM sensor
installed in an actual test-mass suspension: a vertically orien-
tated silica fibre test sample (diameter = 0.4 mm) was moved

FIG. 2. Left: silica test-fibre holder, showing the tensioning arrangement, and tension monitoring system. In the work reported here, the tension was set to
0.55 kg wt. The holder was bolted onto the carriage of a linear translation stage. Right: photo of the silica test fibre as it was being scanned transversely
through the shadow sensor’s NIR beam. A dual shadow detector housing is shown at the rear, centre left, of the photo. Here, only the rightmost of the two
synthesized-split-photodiode detectors (viewed from the front of the housing) was being employed. The NIR emitter is on the right of the photo.



105003-3 N. A. Lockerbie and K. V. Tokmakov

horizontally, at a steady translation rate, so as to pass from
side-to-side through the emitter under test’s static, collimated,
NIR beam (A = 890 nm), as shown in Figure 1. In this way,
the fibre cast a moving shadow onto the facing, fixed, detector.
Simultaneously, the DC (photocurrent-derived) voltages from
the two sensing elements in each detector were recorded as a
function of fibre (i.e., of shadow) position—at every 1 um in-
cremental change in its position, in fact. The emitter-to-fibre
and detector-to-fibre stand-off separations were each 20 mm.

C. “Shadow notch” measurements

The shadow sensor’s detector comprised two adjacent
rectangular (“tall, narrow”: 29.1 mm x 0.86 mm) photodiode
elements, with essentially no dead band between them. Thus,
as the fibre’s shadow passed over each of these elements, in
turn, it caused a “shadow notch” to appear in their respec-
tive DC response—as shown in Figure 11. By differentiating
these signals off-line with respect to test-fibre position (£), the
rate of change of differential DC voltage with fibre position—
i.e., the DC displacement responsivity—was found. However,
the dimensionless ratio of AC to DC photocurrent (shadow
displacement) responsivity was determined in advance by the
design of the transimpedance amplifier used. Nominally, this
ratio had a value of 1000, mid-band.!? Therefore, a calibration
of the “DC responsivity to quasi-static displacement” allowed
the required “AC responsivity to vibrational displacement” to
be deduced, at any vibrational frequency (500 Hz, say).

Therefore, a “bespoke” piece of apparatus was designed
and constructed so that these DC displacement responsiv-
ity measurements could be made. A test-fibre holder was
constructed, shown both schematically and in the photo of
Figure 2, and this was attached to the carriage of a low-cost
manual leadscrew-actuator stage, with a 190 mm stroke. The
stage itself then was adapted to be driven at a regulated, con-
stant, speed by a DC motor coupled to an in-line planetary
gearbox. The position of the fibre was recorded with a reso-
lution of £1 um by retro fitting an inexpensive commercial
linear magnetic encoder to the stage.

Il. THE SHADOW SENSOR

A cut-away schematic view of the shadow sensor used
in this work is shown in Figure 1. The source of illumi-
nation in the emitter was a single column of 16 x OP224
NIR LEDs, arranged as two strings of 8 series-connected
LEDs (for redundancy), with alternate LEDs belonging to the
same string.” Only one string was active at any time, this be-
ing powered by a constant current of 25 mA. The radiation
(A = 890 nm) from this source was collimated by the 80
mm focal length lens, and this casts a moving shadow of the
illuminated fused silica fibre sample onto the detector—the
shadow moving at the same speed as the fibre. The detec-
tor was a synthesized split photodiode, outlined in Sec. I C
above.® The DC output voltages derived from the detector’s
two sensing elements, denoted here by VDC,a and VDC,b,
were captured at every 1 wm increment of fibre position, with
12-bit accuracy, typically over a measuring span of 15 mm.

Rev. Sci. Instrum. 85, 105003 (2014)

lll. THE TEST-FIBRE HOLDER

The holder, which was used to keep the silica test-fibre
sample under tension, is shown in Figure 2. It was bolted to
the carriage of the leadscrew-driven actuator stage, the stage
itself being driven by a DC motor via a 1621:1 planetary re-
duction gearbox. The fibre was attached at its upper end to
a pivoted tensioning arm, which was provided with a knurled
tension adjustment knob, whilst the lower end of the fibre was
attached to the free end of load cell having a 10 kg wt. Full
scale (the test fibre was much shorter than the 600 mm used
in aLIGO, and so a smaller tension was adequate for this cal-
ibration work—as indicated in the figure caption). This load
cell, together with its signal-conditioning interface, allowed
the actual tension in the fibre to be monitored, and adjusted.

IV. THE TRIPLE-OUTPUT TRANSIMPEDANCE
AMPLIFIER

The transimpedance amplifier used in this work is shown
schematically in Figure 3. It is described in detail elsewhere.'3
The right side of Figure 3 shows in plan view an inci-
dent, collimated, NIR beam illuminating a suspension fibre—
illuminating it from the right. The continuation of this inci-
dent beam, together with the shadow cast by the fibre, next
falls across the facing ridge of a 45°-90°-45° Au/Cr mirror-
coated beam-splitting prism. The reflected (split) NIR beam
then is incident, albeit differentially, onto the two photodiode
detector elements labelled PDa and PDb, generating within
these elements the photocurrents ipp, and ipp,, respectively,
as indicated in the figure.

In Figure 3, these two photocurrents form the signal
inputs to the “Transimpedance Amplifiers” block, which
functioned as follows: the mean, “DC,” components of these
photocurrents were amplified to yield the (positive) DC out-
put voltages VDC,a and VDC,b, mentioned above in Sec. I,
where both of these voltages were generated through a
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FIG. 3. “Plan view” schematic of the VM shadow detector and its Tran-
simpedance Amplifiers for an individual silica test fibre. The collimated Near
InfraRed beam illuminating the suspension fibre—from the right—fell, to-
gether with the shadow of that fibre, across the facing ridge of a 45°-90°—45°
Au/Cr mirror-coated beam-splitting prism. The prism caused the two pho-
todiode detector elements PDa and PDb to appear to merge, via reflection,
along the ridge of the prism. The moving shadow of the fibre therefore slipped
seamlessly across the detector from one element to the other. VM oscillations
on the fibre therefore generated AC photocurrent components flowing in anti
phase in PDa and PDb.
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Fibre
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FIG. 4. Two views of the complete scanning apparatus. Left: rear view of the dual shadow detector housing (P), mounted on a 3-axis micrometer-adjustable
stage. Only one of the two synthesized-split-photodiode detectors which were located within this housing was employed, at a time. Here, only the leftmost
detector (seen from the rear of the housing) was in use. In the figure, D houses the DC motor driver (Figure 5), M is the in-line motor plus gearbox, and E houses
the position encoder interface (Figures 8 and 9). Right: The emitter (LED source) is seen mounted on an adjustable Lab-jack, which was used to set its elevation
to coincide with the mid plane of the silica test fibre sample (labelled fibre). The DC motor-driven leadscrew translated the test fibre in its holder slowly (over
a period of 4-5 min), so that it passed laterally through the NIR beam coming from the emitter to the detector (please see Figure 1). The bold arrow in the left
figure indicates the scanning sense of the fibre sample. All of the scanner’s components were mounted onto the optical baseplate in the photos, this having 45°
angled corners. The—essentially—square baseplate measured 440 mm on a side. The 190 mm track of the linear stage had microswitches at its ends, to prevent

over-run of the stage’s driven carriage.

transimpedance gain of R = 120 k2. Any AC photocurrent
components, however, were amplified along separate trans-
duction pathways, so that for these components the tran-
simpedance gains were 10x higher (at R = 1.2 M), yielding
the intermediate AC voltages VAC,a and VAC.b in Figure 3—
these voltages being in natural anti-phase. These two AC volt-
ages were differenced—thereby doubling the signal’s size—
before being amplified further by a factor of 100, as indicated
in the figure, to yield the single Violin-Mode AC output volt-
age, VM AC. In practice, the AC pass band of this amplifier
extended from 226 Hz—8.93 kHz (—3 dB points).

Therefore, the nominal AC to DC differential (shadow)
displacement responsivities stood in the ratio 1000:1 (mid
band). In practice, due to the amplifier’s circumscribed pass
band, and roll-off towards both high and low frequencies, this
dimensionless ratio was found to be 976 + 4 mid band, at
1.48 kHz, and 904 & 4, at 500 Hz.

V. THE SCANNING SYSTEM

Figure 4 shows two views of the complete calibration ap-
paratus. This apparatus allowed the vertically orientated, ten-
sioned, silica test fibre to be translated at a constant rate so
that it passed from side-to-side through the collimated NIR
beam linking the shadow sensor’s emitter and detector. For
the intended brief use of this calibration system the relatively
high cost of an off-the-shelf scanning unit was not justified.
Therefore, a much lower-cost option was developed in-house,
and this is described briefly, below. This approach proved to
be adequate in resolution, and had the added benefit of being
tailored to the very low, and constant speed, scanning rates
that were eventually used. Parenthetically, a very constant
(and low) rate of translation of the fibre through the emitter’s
NIR beam turned out to be essential, in order to avoid appar-
ently variable spatial rates of change of shadow signal being
measured—in particular, as the fibre’s shadow passed from
detector element PDa to element PDb. Such variable rates of

change did arise, initially, in this work, before the discovery
that they actually were artefacts of the frequency-dependent
cross-over network within the Transimpedance Amplifiers
block, which was used to separate, conveniently, the AC from
the DC photocurrents. Generally, scanning rates in the range
50—-60 um s~! were used, with a constancy of translation rate
at the 0.1% level. This was achieved by utilizing the constant-
speed DC motor controller shown in Figure 5.

A. The constant-speed DC motor controller

The constant-speed motor driver of Figure 5 [Ref. 14]
functioned as follows: op-amps IC3 and IC4 compensated for
the DC motor’s winding resistance plus connecting leads, la-
belled R,, (=3.5 2) in the figure, by creating effectively a
negative resistance of this value in series with the motor itself.
As a direct result of this compensation the circuitry around
these two op-amps forced the motor’s back emf to be equal
to the voltage applied to the non-inverting input of IC3—
which was itself equal, under steady state conditions, to the
input voltage set at the point V in the circuit. Since the mo-
tor’s back emf was necessarily directly proportional to its ro-
tational speed, this compensation forced the motor’s speed to
be held constant, for a constant input voltage—irrespective of
any changes in frictional torque, or load, on the motor.

Figure 6 shows how the rotational rate of the output shaft
of the gearbox—used to drive the leadscrew of the translation
stage—was proportional to the applied control voltage.

B. Interface for eliminating “jitter” from the magnetic
linear encoder: The “dither filter”

The DC motor driven translation stage was fitted with a
Renishaw LM10 magnetic linear (incremental) position en-
coder, the pickup head of the encoder being attached to the
moving carriage, and a magnetically encoded self-adhesive
ribbon track being attached to the aluminium alloy optical
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FIG. 5. Circuit diagram of the constant-speed DC motor driver (D, in Figure 4). The control voltage (point V in the circuit diagram), which governed the motor’s
speed of rotation, was set using one of two switch-selectable potentiometers: “speed 17 or “speed 2” (or STOP). This circuit kept the speed of rotation of the
motor constant, in spite of any varying load torque due to the attached gearbox and leadscrew-driven stage. It was achieved by effectively cancelling out the
winding resistance of the DC motor, and its leads (R, = 3.5 €2). Please refer to the text. The motor (Maxon A-max 110119) was used to drive an Ondrives
LA7-30002 leadscrew-actuator stage via a 1621:1 planetary reduction gearbox (Maxon GP 22 A 110341).

baseplate. Figure 7 shows the digital quadrature phase out-
put signals A and B from the linear encoder, as the carriage
of the translational stage— carrying the silica test fibre in its
holder—was moving very slowly at a constant rate parallel
to this track: here, at a translation rate of ~0.9 um sl Be-
sides the two quadrature phase signals shown in the figure,
the encoder also provided a datum signal (denoted by Z in
Figure 8), so that absolute positions of the test fibre relative
to that datum point could be recorded. Figure 7 demonstrates
that the switching edges of the digital A and B phase outputs
from the magnetic encoder could be corrupted severely by

® gearbox shaft r.p.m. (speeds 1 and 2).

Maxon planetary gearbox output shaft's rotation speed (r.p.m.)

Slope of best fit line through data = 0.671 + 0.002 r.p.m. / volt.

Pitch

dither noise at the very low translation rates used in this work,
and such signals could not be used reliably to keep track of
the moving carriage’s position. The source of this dither was
possibly vibration coming from the motor/gearbox/leadscrew.
Even at the somewhat higher translation rates which were
generally used for profiling the shadow-notches, as described
in Sec. IV, these signals still could be corrupted.
Consequently, a digital interface was designed and im-
plemented in order to overcome this problem (it is labelled
E in Figure 4). Figure 8 shows how the two quadrature
signals A and B from the encoder were “cleaned” using

Not under speed-control
(control voltage > 9.0 V).

of Ondrives LA7-30002 leadscrew-actuator = 2 mm.

T T T T T T T T
0 1 2 3 4

T T T T T T T T T 1
5 6 7 8 9

Input voltage to constant DC motor speed controller (volts)

FIG. 6. In the figure the “r.p.m.” ordinate refers to the output shaft of the 1621:1 planetary reduction gearbox, which drove the leadscrew-actuator. The “Input
voltage” abscissa refers to the voltage used to set the constant speed of the 9 V DC motor, which drove the gearbox. This voltage (at point “V” in Figure 5)
therefore determined the constant traversing rate of the linear stage (please refer to the text).
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—— phase A input to 'dither" filter (offset vertically by 6.0 V).
—— phase B input to 'dither" filter.

Volts

time (seconds)

FIG. 7. The Renishaw LM10D01_07 linear magnetic encoder, with 1 «m position resolution, was intended for use primarily at higher translation rates (up to 4
ms~!). It was not optimised for use at very low translation rates, and the figure shows typical phase A and phase B outputs from this magnetic position sensor
at a very low translation rate of ~0.9 ums~!. The two phase outputs are seen to be correctly in quadrature, but with significant dither-induced noise at their
transitional switching edges—possibly induced by the leadscrew drive of the mechanical translation stage. These signals were the inputs to the dither filter of

Figures 8 and 9.

a microcontroller based dither-filter, which functioned as a
transition-noise-eliminating interface. This interface also gen-
erated brief (1.6 us) synchronising clock (CLK) pulses on ev-
ery edge of the cleaned quadrature signals A_out and B_out,
so that these pulses could be used to trigger data capture of
the detector’s output voltages VDC,a and VDC,b as a func-
tion of the silica test fibre’s position. In this way, the detec-
tor’s two DC voltages, VDC,a and VDC.,b, were recorded si-
multaneously at every 1 um step, and with 12-bit resolution,
using a National Instruments USM-6259 DAQ device, con-

trolled by a LabView data acquisition program running on a
laptop PC.

Figure 9 shows the algorithm used by the microcontroller
unit (MCU) to remove jitter from the LM10’s quadrature
phase outputs A and B. The algorithm used a system of flags
to determine if phase transitions were allowable, i.e., followed
a permissible pattern on the encoder’s outputs A and B, or not,
ignoring dither transitions (jitter) that formed no proper part
of this pattern. Figure 10 shows typical “cleaned” quadrature
signals from the position encoder.

[ L S

= 330n

% E 10 | + pins 14,14

i (4093B)

= ~

8 H 16V 1

x |:| Tant.

= 5 :

[0} N

38

A el

[}

i)

¢ | - Bl

g 2

E DATUM 1)

1K Bail g
%)

= Vg 1_\/_ gnd. D

=} (] c

= < PAO

s 0 oo [ A 5

BI - i E H_PA1 B =

S w

elg F|0 © [ e

< =)

kel & [ S H_PCO A_OUt

85 o r B_out

9] @ [ — _PC1 _Ou

|\ 2w o -

8 :| pins 7,7

PC3 l‘(40935> gnd.
O

2 x quad 4093B NAND-Schmitt ICs /777;77/

FIG. 8. Circuit diagram of the magnetic position encoder’s dither filter. The digital input signals to this filter, labelled A, B, and Z, were, respectively, the
two quadrature outputs, and the datum output, from a Renishaw LM10D01_07 linear magnetic encoder. At low translation rates, A and B exhibited significant
jitter around their logic transitions, as shown in Figure 7. An LS084 IC generated automatically a clock pulse (CLK) on each “cleaned” quadrature edge. The
CLK (trigger) pulses were 1.6 us wide: they were used to trigger data capture (please refer to the text). The PIC16F684 MCU ran at an 8 MHz internal clock

frequency. An example of the now-cleaned signals is shown in Figure 10.
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COUNT = 65000.

A = input; A_out = output.
B = input; B_out = output.
startA_flag = 1.
startB_flag = 1.
A_out=0;A_trans = 0.

B_out=0; B_trans = 0. ﬂ
counter_A = COUNT. 0
counter_B = COUNT.

Flash LED
3 times.

A_old = read|
B_old = read

(A).
(B),

A_new = read|

(A).
B_new = read(B).

if (counter_A > 0) dec. counter_A.
if (counter_B > 0) dec. counter_B.

(B_trans == 1) ||

(startA_flag == 1) ||

(counter_A ==0)
?

: Write A_out

(A_trans == 1) ||

(startB_flag == 1) ||

counter_B == 0
?

counter_A=COUNT

: Write B_out

B_old = B_new |—| A_trans =0

FIG. 9. Flow chart for the dither filter algorithm running on the PIC16F684
MCU of the digital interface shown in Figure 4. The MCU polled “noisy”
digital signals A and B (as shown in Figure 3), “cleaned these up” using
this algorithm, and then output digital signals A_out and B_out—with the
dither noise eliminated (as shown in Figure 8). Please refer to the text for a
description of the algorithm’s operation.
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FIG. 11. Shadow-notch signals VDC,a and VDC,b from adjacent photodi-
ode elements PDa and PDb, respectively. These data were captured with 12-
bit resolution at every 1 pm change in position of the 0.4 mm diameter silica
test-fibre sample, using the CLK signal (shown in Figure 8) as the sampling
trigger. Here, the silica test fibre was scanned slowly in the positive £ direc-
tion, so that its shadow fell first onto photodiode element PDa, and then onto
element, PDb.

VI. MEASUREMENT OF THE DC DISPLACEMENT
RESPONSIVITY

Figure 11 shows an example of a pair of detected
“shadow notch” signals, these being generated by the detec-
tor’s photodiode elements PDa and PDb as the illuminated
0.4 mm diameter test-fibre sample was translated linearly
across in front of them. The fibre’s developing position was
generated by the National Instruments DAQ device, which
was configured to read the Z, A (A_out), and B (B_out) in-
puts from the dither filter. Simultaneously, the DAQ sampled
and stored the DC voltages VDC,a and VDC,b, shown in the
figure, on every CLK pulse. In reality, these “DC” responses
were convolutions between the fibre’s actual shadow and the
width of each detector element (0.86 mm, on average).

- phase A output from 'dither filter (offset vertically by 6.0 V).

—— phase B output from 'dither filter.

1 um

Volts

time (seconds)

FIG. 10. Digital phase signals A_out and B_out from the microcontroller-based “dither filter” shown in Figures 8 and 9—in this example for a very low
translation rate of ~0.8 yums~!. The filter’s two phase outputs are seen to be correctly in quadrature, but with the input dither-induced noise eliminated.
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In point of fact, although the traces in Figure 11 show
some curious, and largely symmetrical, features, it was just
the cross-over region of approximately 100 pum, where
the fibre’s shadow passed from one element to the other—
increasing the photocurrent in the first, whilst diminishing that
in the second—which was the useful range: this was the re-
gion of interest over which Violin-Mode AC signals were to
be detected, as indicated in the figure.

Indeed, the “DC displacement responsivity to quasi-static
displacement” was found from the rate of change with re-
spect to fibre position £ of the difference between the two
signals VDC,a and VDC,b shown in the figure. In this exam-
ple, the DC displacement responsivity was measured to be
10.0 kVm~! at the £ = 40.1 mm end-of-span points—
peaking at 13.5 kVm™! (at & = 0). The AC/DC responsivity
ratio was 904 + 4 at 500 Hz (rather than 1000, as mentioned in
Sec. 1V), due here to the roll-off of the amplifier’s pass-band
towards low frequencies. Therefore, the AC (Violin-Mode)
displacement responsivity to vibrational displacement at the
VM frequency of 500 Hz was found, straightforwardly, from
this calibration to be 9.04 MV (rms) m~' (rms), at the end-of-
span positions, for this particular sensor.

The end-of-span responsivity values were used to char-
acterize the shadow sensors, and, over the four sensors of the
full shadow-sensing system, the calibration system described
here found the AC (Violin-Mode) displacement responsivity
to vibrational displacement to be (9.45 £ 1.20) MV (rms)/m
(rms), at 500 Hz. Taken together with the measured noise level
at the amplifier’s VM AC output (on average, equal to [—64.0
+ 0.5] dBV (rms)//Hz), this led to a VM displacement sen-
sitivity of (69 £ 13) pm(rms)/,/Hz, at 500 Hz, when taken
across the four shadow-sensors.*

Vil. CONCLUSIONS

The equipment proved to be reliable, and, most impor-
tantly, this calibration system gave reproducible results for all
of the shadow sensors that were tested. Indeed, they guided
the design of these sensors, so that, overall, all four sensors
turned out to have similar AC displacement responsivities,
at (9.43 £ 1.20) MV (rms)/m (rms), at 500 Hz. The DC re-
sponsivity calibrations, together with the corresponding noise
measurements detailed in Refs. 9 and 13 led to an average
displacement sensitivity, taken over all four shadow sensors
of the VM detection system, of (69 & 13) pm (rms)/,/Hz, at
500 Hz, over a span of +0.lmm—which exceeded their de-
sign target.
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