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Abstract: 

The existing artificial joint implants using bioceramic materials face problems of 

difficulty in manufacturing and premature failure due to wear. This paper investigated 

a rapid preparing process of ultra-smooth surfaces of yttria-stabilized tetragonal 

zirconia polycrystal bioceramics based on the dual-axis wheel polishing (DAWP) 

system. Friction and wear tests were conducted to prove that the prepared ultra-smooth 

surface can effectively reduce wear. The effects of process parameters on polishing 

performances were investigated. The XRD and SEM analysis and micro-hardness 

testing were used to characterize the prepared surface in material behaviors. 

Tribological tests were carried out on a ball-on-plate reciprocating tribometer to 

comparatively study the tribological behavior and wear mechanism of the prepared 

ultra-smooth surfaces and the conventional surface at sub-microscale. The used 

finishing technology can steadily achieve fast preparation of ultra-smooth bioceramic 

surfaces, and with a high material removal rate (the highest value was 1.14 mg/min). 

Besides, in contrast to the conventional surface (Ra 129 nm), the prepared ultra-smooth 

surface (Ra 0.38 nm) achieved a much smaller friction coefficient, and much less wear 

volume, indicating that the wear resistance of the ultra-smooth surface was significantly 

improved. 

Keywords: Y-TZP bioceramics; ultra-smooth surface; polishing; friction and wear 

behavior
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1. Introduction 

Artificial joint replacement (e.g., Total Hip Replacement, Total Knee Replacement, 

etc.) is the most effective method for the treatment of intermediate and late (advanced) 

orthopedic diseases (e.g., arthrophlogosis, osteonecrosis, etc.) [1, 2]. It is used to replace 

patients' diseased bones, restore their mobility, improve their quality of life and 

longevity [3, 4]. Hitherto, it has been widely applied worldwide, and as the population 

ages, the demand on performing replacement surgery is gradually growing [5-7]. As an 

ideal implant material, bioceramic has been used to manufacture a variety of joint 

implant devices in recent decades [6, 8-11]. It possesses high hardness and wettability 

[12], and can effectively avoid the problems of increased blood metal ion concentration 

and cytotoxicity caused by metal implants, and poor wear resistance of polymer implant 

materials. Among bioceramic materials, zirconia ceramics have higher fracture 

toughness and bending strength and better biocompatibility, and show a lower risk of 

implant fracture [13-18]. Thus, they have received great interest in the field of medical 

implants. 

Aseptic loosening is one of the major modes of premature failure encountered by the 

existing joint implants, and for this reason, patients often need to undergo high-risk 

revision surgery [19, 20]. Submicron-micron scale wear debris generated from the wear 

process of the articular bearing surface react with the surrounding body tissue and cause 

osteolysis, leading to the aseptic loosening [21-23]. Therefore, reducing wear of the 

bearing surface is the key issue for improving the lifespan and service performance of 

the implants. At present, researches on methods of friction and wear improvement 
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mainly focus on new implant materials development and modification, surface coating 

and microstructure preparation [24-28]. In addition, it is worth noting that some studies 

have shown that to improve surface quality (i.e., improving surface smoothness and 

reducing surface roughness) is also an effective way to reduce ceramic material wear. 

Preis et al. reported their friction and wear tests of zirconia ceramics, and indicated that 

the ground surface (Ra 1.12-1.48 μm) would generate more wear than the polished 

surface (Ra 60-120 nm) [29]. Janyavula et al. carried out the tribological tests to 

investigate the wear behavior of zirconia surfaces, demonstrating that the polished 

surface with Ra of 0.17 μm led to less wear than the glazed surface with Ra of 0.76 μm 

[30]. However, the surface quality involved in the above studies is relatively 

conventional, and researches on the effect of higher quality ceramic surfaces (e.g., 

nanoscale roughness) on friction and wear are very rare. 

In recent years, many researches have been carried out on improving the surface 

quality of zirconia ceramics. Huh et al. compared the polishing efficiencies of the 

existing commercial polishing systems with different tools for polishing zirconia 

ceramics and showed that the lowest surface roughness of Ra 0.14 μm was achieved 

[31]. Zucuni et al. investigated the influence of different finishing and polishing 

processes on surface roughness and topography of ground Y-TZP ceramics and 

achieved the polished surface roughness varied from Ra 1.214 μm to Ra 0.326 μm using 

a multistep process including grinding, finishing and polishing [32]. Fiocchi et al. 

presented a study that focus on the finishing process of 3Y-TZP ceramics by using an 

Ud-lap grinding process, and the experiments were carried out on a Fiocchi CNC Lap 
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Grinder. In their study, the best finishing results i.e., Ra 60.63 nm, was achieved [33]. 

Denkena et al. proposed a grinding-polishing process chain on a CNC machining tool 

for the manufacture of zirconia-toughened alumina total knee implants. A toric grinding 

tool and a silicone bond diamond polishing tool were used one after another, and the 

surface roughness of Ra 100 nm and Ra 8 nm were achieved, respectively [34]. 

However, due to the high hardness, brittleness and chemical inertness, processing and 

manufacturing of the zirconia ceramic surface especially for medical implants with 

curved surface are very difficult, and current technologies are difficult to efficiently 

achieve ultra-high surface quality [17, 35].  

In this paper, a rapid preparation process of ultra-smooth surface of Y-TZP 

bioceramics was investigated, based on our previously developed dual-axis wheel 

polishing system. And the relevant friction and wear characteristics of the prepared 

ultra-smooth surfaces were also tested. Specifically, the effects of key process 

parameters on the machining performance were studied and the prepared surfaces were 

characterized using XRD, micro-hardness and SEM analysis. Besides, tribological tests 

in both dry and lubrication conditions were also carried out using a ball-on-plate 

reciprocating tribometer to demonstrate the wear and friction behaviors of the prepared 

surfaces. The coefficients of friction, wear amounts and wear tracks were measured and 

observed, and the wear mechanism was analyzed. 

2. Experimental details 

2.1 Experimental setup 

The investigations on the preparation process of ultra-smooth Y-TZP bioceramic 
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surfaces were carried out based on the self-developed high-efficiency dual-axis wheel 

polishing technology in the field of optical manufacturing. Its principle is shown in Fig. 

1, and the other details of the technology can be found in our previous work [36]. 

 

Fig. 1. Schematic illustration of the dual-axis wheel polishing technology. 

During ultra-smooth finishing, the polishing wheel is in contact with the sample 

surface, and a certain tool offset (compression displacement) of the wheel is generated 

along the normal direction of the sample surface (see Fig. 2b). With the action of the 

polishing wheel’s rotating motion, the submicron-scale polishing abrasives which are 

impregnated and carried by the polyurethane layer cut the sample surface, and the 

surface materials are removed in elastic or plastic forms. Combined with the utilized 

polishing path and the feed motion, the polishing wheel with a dual-axis rotating motion 

polishes the sample in a scanned form, as shown in Fig. 2. 
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Fig. 2. Illustrations of (a) the dual-axis wheel finishing process for bioceramics;  

(b) local details. 

2.2 Materials 

The sample material used in the study was flat Y-TZP bioceramic (Blue Whale 

Ceramic Technology Co., Ltd, China), whose property parameters are listed in Table 1. 

The dimension of the samples for polishing were 30 mm long, 30 mm wide and 5 mm 

thick. The surfaces being polished were fine ground, which had a flatness error of less 

than 1.5 μm and a surface roughness of about 130 nm in Ra (in the study, the arithmetic 

average of the roughness profile, Ra, was used as the indicator of surface roughness [37, 

38]). The machining method and the achieved surface roughness are similar to those 

for the zirconia medical implant reported by reference [25, 39]. All the samples were 

rinsed with deionized water, and ultrasonically cleaned in alcohol solution, and dried, 

prior to and after polishing.  

Table 1 Material properties of the Y-TZP bioceramic used (provided by the 

manufacturer) [7] 
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Elastic 

Modulus/ 

GPa 

Poisson 

ratio 

Hardness/ 

GPa 

Fracture 

toughness/ 

MPa·m1/2 

Density 

g/cm3 

Expansion 

coefficient/ 

(10-6/K) 

210 0.3 11.5 10 5.95 10 

The polishing abrasive was diamond micro-powder (Saint-Gobain corporation, 

France) with an average particle size of 0.75 μm (the distribution interval was 0.5-1 

μm). The home-made polishing slurry consisted of deionized water, abrasive particles, 

polyethylene glycol (PEG) and polyvinylpyrrolidone (PVP). The slurry concentration 

used was 4 wt % (1:25). And a magnetic agitator was used to stir the slurry during 

polishing process.  

2.3 Details of the process development tests of ultra-smooth surface preparation 

According to the Preston law, polishing pressure and polishing velocity are the two 

most important process parameters that affect the polishing process [40]. In DAWP, the 

polishing pressure is controlled by the offset of the polishing wheel, and the polishing 

velocity is mainly determined by the self-rotating motion of the wheel (the co-rotating 

motion of the polishing wheel mainly plays the role of auxiliary feed and its effect on 

polishing is indirect) [36, 41]. Both have direct impacts on the polishing process. In this 

section, a series polishing tests were arranged to investigate the effect of the main 

process parameters (i.e., tool offset and wheel speed) on machining performance 

(including material removal rate and surface quality). Scanning polishing mode along 

a simple raster path was used (see Fig. 2b), and the pitch (interval) of the path pt was 

0.4 mm. The rotating speed of the co-rotating motion n2 was 60 r/min. The feed velocity 
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vf was 50 mm/min, and the total polishing time Tp was 53 min. The corresponding 

experimental arrangement details are listed in Table 2. The value range of the 

parameters in the table were determined by previous tests, and too large and too small 

values that are not conducive to the polishing process were avoided. 

Table 2 Experimental arrangement of the polishing test 

Test No. Test name Tool offset Δz /mm Wheel speed n1 / r·min-1 

1 

The effect of 

tool offset 

0.04 

700 

2 0.06 

3 0.08 

4 0.1 

5 

The effect of 

wheel speed 

0.06 

500 

6 600 

7 700 

8 800 

The polishing performance was systematically evaluated by analyzing the material 

removal rate, 3D surface topography and roughness, surface micro-topography, X-ray 

diffraction (XRD) patterns and micro-hardness.  

The material removal rate (MRR) was calculated by using the weight measurement 

data of the sample before and after polishing, and a precision electronic balance (CP213, 

OHAUS, USA) with precision of 1 mg was used. 

 

pz T

mm
MRR





BA -1000

                         (1) 



10 
 

Where, MRR is the material removal rate, its unit is mm3/min; mA and mB are the 

weights of test sample before and after polishing, respectively, the unit is g; ρz is the 

density of Y-TZP bioceramic, the unit is g/cm3; Tp is the total polishing time, the unit is 

min. 

The 3D surface topography and surface roughness were measured using a white-light 

interferometer (NewViewTM 7100, ZYGO, USA) [42, 43], and the magnification of 

objective was 50×. The number of measurement points was 5, which were evenly 

distributed on the sample surface.  

The surface morphology before and after polishing were observed by using a field 

emission scanning electronic microscope (MIRA 3, TESCAN, Czech) to investigate the 

material removal mechanism of the polishing process. And an X-ray diffractometer (D8 

ADVANCE, Bruker, Germany) was used to further investigate the material crystal 

structure of the sample before and after polishing, and the sample which had been 

polished at tool offset of 0.06 mm and wheel speed of 600 r/min was used. 

The micro-hardness of the sample surface was measured using a Vickers 

microhardness tester (Model 402 MVA, Wolpert Wilson Instruments, USA) with a load 

of 1000 gf and dwell time of 10 s. The Vickers hardness value was obtained as an 

average of 10 measurement points per test sample.  

2.4 Details of the tribological tests 

The tribological tests were conducted to comparatively investigate the friction and 

wear characteristics of the conventional surface (i.e., initial fine ground surface at sub-

microscale) and the prepared ultra-smooth surface (i.e., finished surface at subnano-
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scale). 

A ball-on-plate reciprocating tribometer (UMT-2, Bruker, USA) was used to carry 

out the tests. The Y-TZP sample used (30×30×5 mm3) was mounted on the top of the 

sliding table of the tribometer. To simulate the ceramic-on-ceramic bearing 

configuration, a zirconia ceramic ball with a diameter of 12 mm was used as a 

counterpart. The schematic illustration diagram of the test is shown in Fig. 3. The test 

load set was 20 N. The sliding frequency was 1 Hz, and the sliding stroke was 10 mm 

(the parameters used refer to the reference [25, 44]). The total test duration was 60 min. 

The ambient temperature set and humidity during the test were 24°C and 30% 

(laboratory environment), respectively. Before test, the sample and the zirconia ball 

were both ultrasonically cleaned in deionized water.  

 

Fig. 3. Schematic illustration of the tribological test. 

The sample with conventional surface (sub-micron roughness) and the sample with 

ultra-smooth surface (sub-nanometer roughness; polishing parameters: tool offset: 0.06 
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mm, wheel speed: 600 r/min) were selected to participate the tests. What’s more, the 

test under dry friction and lubrication friction (68# industrial white oil, Moroke, China) 

conditions were both considered. For the conventional surface, the sliding direction was 

perpendicular to the stripe-like grinding surface texture. 

The test results included coefficient of friction (COF), characterization of wear track, 

and micro-morphology characterization of worn surface. Among them, the coefficient 

of friction result was directly exported by the used tribometer. A 3D optical profilometer 

(MicroXAM-3D Phase Shift; ADE Co., USA) was used to measure the 3D topography 

and dimensions (average width and length, i.e., wear amount) of the generated wear 

track. The micro-morphology of the worn surface was observed by using a field 

emission scanning electron microscopy microscope (Sigma 300, Carl Zeiss, Germany) 

to further investigate the wear mechanisms generated under different conditions. 

3. Results and discussion 

3.1 Material removal rates 

Fig. 4 shows the effect of tool offset on material removal rate. It can be seen that as 

the tool offset increases from 0.04 mm to 0.1 mm, the MRR linearly increases from 

0.088 mm3/min (0.53 mg/min) to 0.191 mm3/min (1.14 mg/min) accordingly. It can be 

explained that with the increase of tool offset, the force/pressure within the contact area 

between the wheel and the sample is also linearly increased [41], and then the load 

applied on the single abrasive grain becomes larger. Hence, according to the polishing 

theory [36, 45], much more material removal is generated in a linear law. 
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Fig.4. Material removal rate versus tool offset. 

Fig. 5 shows the effect of wheel speed on the generated material removal rate. The 

MRR increases from 0.084 mm3/min (0.5 mg/min) to 0.156 mm3/min (0.93 mg/min) in 

an approximate linear relationship while the wheel speed increases from 500 r/min to 

800 r/min. As the wheel speed increases, more abrasives are carried into the polishing 

area to participate the material removal process in unit time. And in the case where 

other conditions remain the same, the number of abrasive grains involved in cutting 

process is approximately linear with the wheel speed, therefore, the linear increase of 

the material removal rate is achieved. 

The above results are also consistent with the Preston hypothesis describing the 

material removal law in the polishing field. i.e., the material removal generated in unit 

time is proportional to the polishing pressure and polishing velocity [46]. It can be 

found from Fig. 4 and 5 that larger parameter value generates more material removal, 

which means deeper surface and sub-surface layer can be removed. 
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Fig.5. Material removal rate versus wheel speed.  

3.2 Surface topography and surface roughness  

Fig. 6 shows the appearance of the Y-TZP samples before and after polishing under 

different tool offsets, and it can be seen that mirror-like surfaces are achieved for all the 

samples after a short polishing duration of 53 min. 

 

Fig. 6. Appearance of the Y-TZP samples before and after polishing under different 

tool offsets: (a) initial surface; (b) 0.04 mm; (c) 0.06 mm; (d) 0.08 mm; (e) 0.1 mm. 

The corresponding surface roughness measurement results are shown in Fig. 7. The 

average surface roughness of the initial fine ground surface (i.e., the conventional 
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surface) is approximately Ra 129.3 nm. After only one pass polishing, ultra-smooth 

surfaces [47-51] with sub-nanometer roughness are achieved for all tool offsets. As the 

tool offset increases from 0.04 mm to 0.1 mm, the final surface roughness slightly 

increases from Ra 0.41 nm to Ra 0.44 nm with a high convergence rate of 99.7%. 

Fig. 8 shows the average surface roughness measurement results at different wheel 

speeds. With increasing the wheel speed from 500 r/min to 800 r/min, the surface 

roughness value slightly increases from Ra 0.38 nm to Ra 0.43 nm accordingly. Besides, 

the highest convergence rate of 99.7% is also achieved. 

 

Fig. 7. Measured average surface roughness versus tool offset. 

 

Fig. 8. Measured average surface roughness versus wheel speed. 
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Fig. 9 shows the evolution of 3D surface topography with tool offset and wheel speed 

parameters. It can be seen that rough stripe-like ground texture with large amplitude 

exists on the representative initial surface before polishing. These rough unidirectional 

surface structures are totally removed after one pass polishing for all the polishing tests. 

And the achieved surface topographies are uniform and smooth.  

To comprehensively analyze the above results, it can be found that the surface 

roughness and topography of polished surface are not sensitive to the change of these 

two parameters, and can always maintain a stable and low value (i.e., it can achieve 

high surface quality over a wide range of parameters). It can be explained that at each 

parameter, sufficient material removal occurs on the workpiece surface. The original 

surface features and damage layers are effectively removed, and the resulting polished 

surface is a new smooth surface generated in the bulk material [52]. In addition, the 

dual-axis movement of the polishing wheel and the smaller path pitch used make the 

surface features more uniform, and effectively eliminates the differences in surface 

texture produced under different process parameters. On the other hand, from a micro 

perspective, a larger tool offset will generate a larger polishing pressure, which 

increases the cutting depth of a single abrasive particle. A higher polishing wheel speed 

increases the number of abrasive particle cutting cycles per unit time. Hence, the 

probability of multiple abrasive particles cutting at the same location increases, and the 

cutting depth is also increased. Therefore, after polishing, some deeper valleys 

remained, making the surface roughness value slightly increase. 
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Fig. 9. Surface topography of the Y-TZP bioceramic samples before and after 

polishing under different tool offsets and wheel speeds. 
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3.3 SEM surface morphology 

In order to observe the morphology changes and better understand the material 

removal mechanism of the polishing process, SEM observations were carried out on 

the initial fine ground and the polished samples, and the results are displayed in Fig. 10. 

Fig. 10a shows the morphology of initial fine ground surface. The stripe-like cutting 

grooves parallel to the cutting direction of grinding wheel are densely distributed on 

the entire surface. From the specific morphology details (see Fig. 10a1), we can clearly 

find that a mass of surface and sub-surface damages, e.g., cracks, pits, debris, brittle 

crushing exist on the surface. The existence of these textures and defects is the reason 

for the high initial surface roughness. More importantly, these defects may affect the 

lifespan and service performance of bioceramic parts, especially for bioceramic medical 

implant, hence, it must be effectively removed.  

Fig. 10b~e show the SEM morphologies under different tool offsets after one pass 

polishing. In all cases, the grinding induced surface textures and defects mentioned 

above have all been removed, resulting in a uniform, smooth surface. The pores existed 

are produced during sintering process which involves to the pressure and thermal 

change and crystalline phase transformation. Among them, there are a small number of 

cracks on the polished surface under smaller tool offset of 0.04 mm (see Fig. 10b). This 

can be explained that because the used small tool offset generates thinner material 

removal layer, hence some deeper grinding defects cannot be effectively removed. Or 

it may be the grain boundary cracks generated during sintering process. In addition, in 

the magnification picture (as displayed in Fig. 10b), it can be seen that there are a certain 
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amount of plastic scratches on the polished surface, and no defects such as pit and 

fracture. Which indicates that the diamond abrasive grains remove the material from 

the sample surface during polishing process in a form of plastic mode. What’s more, 

the defects existed on the polished surface under a large tool offset (0.1 mm) are grain 

boundary cracks which generated during the sintering process (see Fig. 10e). 

 

Fig. 10. SEM morphology images of the Y-TZP bioceramic samples before and 

after polishing under different tool offsets and wheel speeds. 

Fig. 10f~i display the surface morphology generated under different wheel speeds. 

For each wheel speed, the polished surface is uniform and smooth, and the initial 

ground texture and defects are totally removed. In summary, the dual-axis wheel 
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polishing process can steadily realize the rapid preparation of ultra-smooth surface of 

Y-TZP bioceramics. 

3.4 Micro-hardness 

Fig. 11 shows the micro-hardness measurement results with tool offset and wheel 

speed. The surface hardness before and after polishing is slightly higher than the 

hardness data provided by the manufacturer. The micro-hardness of the initial ground 

surface is 12.86 GPa. After polishing, the hardness of the polished surface with different 

tool offsets and wheel speeds are all reduced. This can be explained that, during 

grinding process the machining hardening and strengthening actions take place on 

entire surface and sub-surface layer of the sample, hence, producing higher surface 

hardness. After polishing, the hardening layer is effectively removed, and due to the 

gentle characteristic of the polishing process, new hardened layer isn’t produced. 

Therefore, the surface hardness value is reduced. The variation trend of the results is in 

agreement with the finding of the reference [53], which reported that the ground surface 

possesses a higher hardness value than the polished surface in an ultra-precision 

grinding process of transparent ceramics. 

 

Fig. 11. Micro-hardness measurement results of the samples before and after 

polishing under different tool offsets and wheel speeds. 
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3.5 XRD analysis 

The XRD patterns of the sample surface before and after one pass polishing are 

shown in Fig. 12. It can be seen that the crystal phase composition of the initial fine 

ground surface and the polished surface are the same basically. The main diffraction 

peaks appear at 2θ=30.2°, 35.2°, 50.2°, 60.1°, 62.8°, 74.4° and 81.7°. From the results, 

it can be concluded that the main phase composition of the ceramics surface is stable 

tetragonal zirconia (t-ZrO2). What’s more, it is confirmed that the dual-axis wheel 

polishing process would not cause the occurrence of phase transformations of the Y-

TZP bioceramic surface.  

 

Fig. 12. X-ray diffraction pattern of samples surfaces before and after polishing. 

3.6 Friction and wear behavior 

The width and the depth of the wear track generated during friction process represent 

the surface wear resistance, and the smaller the size is, the better the surface wear 

performance is. Fig. 13 shows the 3D-topography measurement results of wear tracks 
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generated on the conventional surface (the initial fine ground surface) and the prepared 

ultra-smooth surface. And Fig. 14 displays the corresponding average dimension (width 

and depth) measurement data of the wear tracks. It is noteworthy that the wear track 

(groove) generated on the conventional surface is much deeper and more obvious than 

that on the ultra-smooth surface, both in dry friction and lubrication conditions. Among 

them, under dry friction condition, the conventional surface generates the maximum 

wear width and depth values of 0.48 mm and 0.97 μm, respectively. And the ultra-

smooth surface generates lower width value of 0.34 mm and much lower depth value 

of 0.15 μm. Under lubrication condition, the wear width and depth generated on 

conventional surface are 0.44 mm and 0.66 μm, respectively. And the ultra-smooth 

surface generates lowest wear width and depth values of 0.18 mm and 0.07 μm, 

respectively.  

 

Fig. 13. Representative 3D-topography of wear tracks under different surface status 

(a) conventional surface (dry friction) (b) conventional surface (lubrication) (c) ultra-
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smooth surface (dry friction) (d) ultra-smooth surface (lubrication). 

Therefore, it can be concluded that, in contrast to the conventional surface, the wear 

volume generated on the prepared ultra-smooth surface is greatly reduced. Besides, 

under lubrication condition, in contrast to the cases under dry friction condition, the 

wear volume generated on both the conventional and the ultra-smooth surfaces are 

reduced, and the ultra-smooth surface achieves a greater reduction. The prepared ultra-

smooth surface has much better wear-resistant behavior than the conventional surface 

with sub-micrometer roughness in actual use, so it is expected to improve the service 

performance of bioceramic implants. 

 

Fig. 14. Measured average dimension of the generated wear tracks under different 

surface status and lubrication conditions. 

Fig. 15 shows the representative evolution curves of the friction coefficient with 

sliding time (distance) under different conditions. And the corresponding average COF 

results are displayed in Fig. 16. The results indicate that under dry friction condition, 

both for the conventional and the ultra-smooth surfaces, the coefficient of friction 
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produced are much higher. The average COF of the conventional surface and the ultra-

smooth surface are 0.289 and 0.216, respectively (see Fig. 16). In addition, the 

amplitude of the COF curves are also higher (see Fig. 15), and showing a continuous 

rise state (without entering a true steady-state). This may be related to the presence of 

continuous adhesive wear (see Fig. 17), which reduces the smoothness of the interface 

and continues to increase wear.  

Under lubrication conditions, both the conventional and ultra-smooth surfaces 

achieve a very low average COF value of 0.122 (which are 58% and 44% less than 

those under dry friction condition, respectively). The COF curves have a very low 

amplitude and oscillation, and enters a steady-state regime after a very short running-

in time. Beside, as sliding time increases, the COF curves remain stable. Consequently, 

it indicates that the addition of the lubrication fluid can effectively improve the surface 

tribological behavior. 

Under dry friction condition, the COF curve’s amplitude of the conventional surface 

is higher than that of the ultra-smooth surface. In addition, it can be seen that higher 

oscillations are generated on the COF curve of the conventional surface, which means 

more severe adhesion and material transfer actions are occurred during the friction 

process [54]. Under lubrication condition, the amplitude and oscillation level of COF 

curves of the conventional surface and the ultra-smooth surface are very similar, i.e., 

low and steady. 
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Fig. 15. Representative evolution curves of COF with sliding time (distance) under 

different conditions. 

 

Fig. 16. Average COF of the samples surfaces under different conditions. 

In summary, with the same lubrication condition (dry friction or lubrication friction), 

the COF of the prepared ultra-smooth surface is smaller than that of the conventional 

surface. It indicates that to achieve ultra-smooth surface can effectively improve the 

tribological behavior of the bioceramic samples.  

The SEM images of worn surfaces generated under different conditions are shown in 

Fig. 17. The first, the second and the third columns respectively show low, medium and 
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high-magnification worn morphologies of the wear track. In addition, red arrows in the 

figures indicate the direction of the sliding motion. 

 

Fig. 17. SEM morphology images of the wear track and the local details under 

different conditions. 

It can be seen that for the conventional surfaces (Fig. 17a and b), the generated wear 

track is perpendicular to the initial stripe-like grinding texture. And the texture within 

the track is substantially removed (as shown in Fig. 17 a1 and b1). From the 

magnification picture of the middle area of the track, it can be observed that there are 
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lots of wear defects widely distributed on the worn surface (as shown in Fig. 17 a2 and 

b2). Among them, the dimension of the defects generated on the surface under 

lubrication condition (Fig.17 a2) are much smaller than that on the surface under dry 

friction condition (Fig.17 b2), but the distributions are denser. Further magnifying the 

worn surface (Fig. 17 a3 and b3), it can be observed that there are varies of defects such 

as material adhesions, pull-outs, plastic wear grooves, scratches, fatigue micro-cracks 

generated on the surface under dry friction condition, and the entire surface is very 

rough. This shows that the wear of the surface under dry friction condition is mainly 

dominated by the abrasive wear and the adhesive wear. For lubricating friction surfaces, 

there are only material pull-outs and plastic wear groove defects, and the unworn 

surface remains smooth. Therefore, the main wear mechanism is abrasive wear. 

For the prepared ultra-smooth surface (see Fig. 17c and d), the resulting macroscopic 

morphology of wear tracks is substantially consistent with the surrounding polished 

surface morphology. The degree of wear is much better than that of the conventional 

surface (as shown in Fig. 17 c2 and d2), and the wear is relatively slight. In the 

magnification view (Fig. 17 c3 and d3), it can be seen that under dry friction condition, 

wear defects such as material adhesions (accumulation), plastic wear grooves, scratches, 

material peeling (pull-outs) are generated on the worn surface, and the entire surface is 

very rough. Therefore, the main wear forms are abrasive wear and adhesive wear. 

What’s more, the direction of the plastic wear grooves generated are not exactly the 

same as the sliding direction, and there are a number of residual hard wear debris 

presented inside the groove. It means that three-body wear actions which exacerbate 
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the wear process of the surface take place. Under the lubrication condition, there are 

only material pull-outs and plastic wear scratches generated on the worn surface, and 

the unworn surface is quite smooth. It indicates that the main surface wear form is 

abrasive wear. 

Therefore, combined with the results mentioned above, it can be concluded that with 

the aid of lubricants, the prepared ultra-smooth surface achieves a much smaller friction 

coefficient, and much less wear volume, indicating that the wear resistance of the 

surface is significantly improved, compared to the conventional surface. More 

importantly, the effect of wear debris due to excessive wear on the tissue surrounding 

the medical implant is expected to be effectively mitigated. 

4. Conclusions 

In this paper, a rapid preparation process of ultra-smooth surface of Y-TZP 

bioceramics was investigated, based on our previously developed dual-axis wheel 

polishing system. The preparation process development, and the friction and wear 

behaviors of the ultra-smooth surfaces were experimentally investigated. The following 

conclusions can be drawn: 

 Ultra-smooth surface with sub-nanometer roughness can be steadily achieved at 

all main process parameters (i.e., tool offset and wheel speed) after only one pass 

polishing of 53 min. And the maximum convergence rate of 99.7% on roughness 

from Ra 129.3 nm down to Ra 0.38 nm was achieved. It indicates that the dual-

axis wheel polishing process can achieve high surface quality over a wide range 

of process parameters. 
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 High material removal rates can be achieved during the preparation of ultra-

smooth surfaces. The material removal rate increased linearly with the tool offset 

and the wheel speed. The maximum MRRs under the two parameters can reach 

1.14 and 0.93 mg/min, respectively.  

 The material characterization results show that the original grinding features and 

defects were effectively removed after processing, leaving a smooth and uniform 

polished surface. Moreover, the hardness of the bulk material was restored; 

besides, the proposed preparation process does not cause a phase change of the 

material, and ensures the stability of the material composition. 

 The wear resistance of the prepared ultra-smooth surface was significantly 

improved, in comparison to the conventional sub-micron surface. The worn 

tracks on the conventional surface were much deeper and wider than that on the 

ultra-smooth surface, under both dry and lubrication conditions in the 

tribological tests. For the ultra-smooth surfaces under the lubrication condition, 

the lowest wear width and depth were 0.18 mm and 0.07 μm, respectively, and 

the lowest COF of 0.122 was achieved.  

The results confirmed the DAWP process can effectively overcome the problem of 

low efficiency in the multiple process chain commonly reported in other literature 

studies. The formed technical scheme and process parameters are expected to provide 

guidance for implant manufacturers to improve the manufacturing efficiency and cost 

performance of next generation free-form ceramic joint implant products, and promote 

the clinical application of ceramic joint products. Besides, the results also prove that 
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the prepared ultra-smooth surfaces can effectively reduce the wear of ceramic material. 

Hence, the use of ceramic joint implant product with ultra-smooth bearing surfaces is 

expected to reduce the probability of aseptic loosening of implants in patients, thereby 

reducing the health risks and additional costs of the patients caused by secondary 

surgery. 

Future research works will focus on the manufacture of free-form ceramic joint 

implants. A multi-axis DAWP system under development will be applied to 

manufacture free-form ultra-smooth bearing surface, and an existing multi-axis 

grinding machine will be used for the initial machining of the bearing surface. Besides, 

the polishing parameter used will be based on the research results of this study. 
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